The multiload copper intra-uterine contraceptive device in a mixed urban and rural population: A 3-year clinical evaluation.
A series of 1 270 Multiload Cu-250 intra-uterine contraceptive devices inserted in clinics of the Cape Divisional Council is described, spanning 1 024,6 woman-years. The continuation rate was 85,4% and the unplanned pregnancy rate was 1,17 per 100 woman-years of use. The implications are discussed.